LAB DESK EXHAUST OPENING DETAIL

1. FOR EXACT LOCATIONS OPENING IN LABORATORY DESKS, SEE ARCHITECTURAL DRAWINGS & DETAILS.
2. ALL STAINLESS STEEL TO BE 316.

NOTE: